A new rapid method for quantification of PCBs in transformer oil.
In order to improve the efficiency and cost-effectiveness of the PCB analysis, the DMSO partition and SPE extraction were applied to clean up the PCB-contaminated transformer oils and PCB level was determined by means of the quadrupole GC/MS. The analysis data obtained from this method were compared statistically to that from the standard method.